Argon laser revision stapedectomy.
This report presents the results of 32 patients who underwent argon laser revision stapedectomy. Although the theoretic safety of the argon laser in revision stapedectomy has been questioned in the literature, these clinical results using this laser are significantly better than those reported using mechanical techniques and are comparable to those reported using the CO2 laser. Revision stapedectomy using an argon laser delivered to the operative site with a fiberoptic handpiece has proved to be a safe and effective technique.